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ABSTRACT
Objectives: Capsule colonoscopy is an additional
screening modality for colorectal cancer. Second-
generation capsule colonoscopy (CC2) may have
improved efficacy in the detection of colon adenomas
as compared with prior devices. The purpose of this
study was to evaluate the performance of CC2 in the
detection of polyps in symptomatic and screening
patients in the USA.
Design: Prospective, multicentre study.
Setting and participants: Two academic medical
centres and two private practice facilities, evaluating
patients with indications for colonoscopy.
Methods: Patients underwent capsule colonoscopy
procedure using magnesium citrate as a boost,
followed by colonoscopy on the same day. The main
outcome measurement was accuracy of CC2 for the
detection of colorectal polyps ≥6 and ≥10 mm as
compared with conventional colonoscopy.
Results: 51 patients were enrolled, 50 of whom had
CC2 and colonoscopy examinations and were included
in the accuracy analysis. 30% and 14% of patients had
polyps ≥6 and ≥10 mm, respectively. For lesions
≥10 mm identified on conventional colonoscopy, CC2
sensitivity was 100% (95% CI 56.1% to 100%) with a
specificity of 93.0% (79.9% to 98.2%). For polyps
≥6 mm, the CC2 sensitivity was 93.3% (66.0% to
99.7%) and the specificity was 80.0% (62.5% to
90.9%). There was a 61% adequate cleansing rate with
64% of CC2 procedures being complete.
Conclusions: In the initial US experience with CC2
there was adequate sensitivity for detecting patients
with polyps ≥6 mm in size. Magnesium citrate was
inadequate as a boost agent.
Trial registration number: NCT01087528.

INTRODUCTION
Capsule colonoscopy is a technology in progress
which may serve as an additional minimally
invasive modality for colon cancer screening.1–5

The technology may be particularly helpful in
patients who decline or are at elevated risk of
complications from standard colonoscopy or
who have had an incomplete colonoscopy.6–9

The limitations of first-generation capsule

colonoscopy have been well documented and
include low sensitivity and specificity for the
detection of adenomas and cancer, subopti-
mal bowel cleansing, and incomplete study
rates.10 In a European multicentre study, the
sensitivities for the detection of adenomas
≥10 mm and cancer were only 64% and 74%,
respectively.11

The second-generation capsule features
several technological advancements. These
include a motion-dependent variable frame
rate (4 and 35 frames per second when
the capsule is stationary and in motion,

Summary box

What is already known about this subject
▸ Capsule colonoscopy has been used in colorec-

tal screening and symptomatic populations for
the detection of colonic polyps.

▸ Second-generation capsule colonoscopy (CC2)
has a high sensitivity for colon polyps using
conventional colonoscopy as the gold standard
and appears superior to the first generation.

▸ Limited data exist in the USA regarding the
accuracy of CC2, in particular in mixed screen-
ing and diagnostic populations.

▸ The ideal bowel preparation for CC2 is still
under development.

What are the new findings in this study
▸ This was the first study to use CC2 in the US

population and is the only US study to assess
its sensitivity and specificity using conventional
colonoscopy as the gold standard in a mixed
screening and symptomatic population.

▸ CC2 had a high sensitivity for the detection of
≥6 and ≥10 mm polyps in this population and
an acceptable specificity.

▸ As used in this study, magnesium citrate
appeared to be an inadequate ‘boost’ for CC2.

How might it impact on clinical practice in
foreseeable future
▸ CC2 has adequate sensitivity for use in patients

who are at elevated risk of complications from
or decline standard colorectal cancer screening,
or who have had an incomplete colonoscopy.
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respectively), capsule power management, imaging
enhancements (field of view, image quality), and an
improved software interface.9 Recently, second-
generation capsule colonoscopy (CC2) was evaluated in
a screening population in 16 centres in the USA and
Israel and was found to have high sensitivity for the
detection of patients with conventional adenomas
≥6 mm in size, but suboptimal sensitivity for the detec-
tion of patients whose only lesions ≥6 mm in size were
in the serrated class, although a subsequent Japanese
study showed good CC2 sensitivity for flat and sessile ser-
rated polyps.12 13

The study described here is the only other evaluation
of CC2 performed in the USA and was conducted as a
preliminary evaluation prior to the above-mentioned
trial.12 This preliminary trial tested a different bowel
cleansing regimen and is the only US trial to assess
capsule performance in a mixed symptomatic and
screening population. We now present the results of the
preliminary investigation, since this study adds to the
available evidence regarding the performance of the
second-generation capsule in the detection of polyps.

MATERIALS AND METHODS
The second-generation capsule system tested in the
study consists of the ingestible CC2 sensors attached to
the abdomen which receive capsule images, a portable
data recorder and CC2 software which processes the
images for display and review on a computer worksta-
tion.14 The specific goals of this study included the
initial exploration of the performance of CC2 in a popu-
lation enriched for polyps, as well as the assessment of
magnesium citrate as a ‘boost’ to facilitate study comple-
tion and maintain adequate cleansing. The primary end
point of the study was the accuracy of the detection of
colorectal polyps ≥6 and ≥10 mm as compared with con-
ventional colonoscopy. The study was approved by the
Institutional Review Boards with human protections
oversight at each of the study centres. This trial was
registered on http://clinicaltrials.gov (number
NCT01087528).

Study design
The study was conducted at four US endoscopy centres,
including two academic medical centres and two private
practice facilities, from July 2009 to March 2010. The
investigation was designed for 50 participants to partici-
pate. Participants were contacted who were previously
scheduled for conventional colonoscopy with screening,
surveillance, or diagnostic indications. Eligible partici-
pants who agreed to participate gave informed consent
and underwent the CC2 procedure, followed by the col-
onoscopy procedure on the same day. The CC2 video
was interpreted by a gastroenterologist at each study site
who was experienced at reading capsule studies and had
participated in previous trials with the first-generation
colon capsule. The conventional colonoscopy was

performed by a different experienced colonoscopist,
and the individual reading the CC2 video and the indi-
vidual performing the colonoscopy were blinded to the
results of the other study.

Participant inclusion criteria
Eligible participants were between the ages of 18 and
70, and with indications for conventional colonoscopy,
including clinical symptoms (eg, rectal bleeding, haema-
tochezia, melena, positive faecal occult blood test),
recent change in bowel habits patients ≥50 years, a
polyp ≥10 mm on a prior radiographic test or sigmoidos-
copy, a personal history of polyp(s) ≥6 mm in size that
was removed at least 3 years ago, or colorectal cancer
screening if age was ≥60 years.

Participant exclusion criteria
Patients were excluded if they had known significant
medical conditions (eg, congestive heart failure, renal
disease), allergy, or other known contraindications to
the medications used in the study, a cardiac pacemaker
or other implanted electromedical device, or a sched-
uled MRI examination within 7 days after capsule inges-
tion. Additional reasons for exclusion include factors
associated with an increased risk for capsule retention
such as dysphagia or swallowing disorder, prior gastro-
intestinal tract surgery (if judged a risk by the investiga-
tors), Crohn’s disease, intestinal tumours, radiation
enteritis, incomplete colonoscopy due to obstruction,
non-steroidal anti-inflammatory drug (NSAID) enterop-
athy, and known gastrointestinal motility disorders
including delayed gastric emptying. Also excluded were
participants with any condition precluding compliance
with the study or device instructions, current participa-
tion in another clinical study and women who are either
pregnant or of childbearing potential and not practising
medically acceptable methods of contraception.

The CC2 procedure
The study participants ingested clear liquids on the day
prior to the capsule procedure and colonoscopy.
Patients ingested 4 L of polyethylene glycol-electrolyte
lavage solution, split as 2 L the evening before and 2 L
on the morning of the examination day with completion
at least 45 min prior to capsule ingestion. The capsule
was ingested at the study centre. An initial ‘boost’ was
administered after the capsule had exited the stomach
to propel the capsule and promote adequate cleansing,
which consisted of 8 ounces of magnesium citrate to
facilitate capsule propulsion. Exit from the stomach was
determined by automated detection and notification by
the digital recorder, or real-time assessment of images by
the physician investigator.15 Metoclopramide 10 mg
could be administered orally if the capsule was delayed
in the stomach. A second boost consisting of a 5-ounce
dose of magnesium citrate was administered if the exam-
ination was not complete 3 h after the first boost. A dose
of simethicone with the boosts could be used to reduce
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image decrement by bubbles. If the capsule was not
expelled 5 h after the first boost, a 10 mg bisacodyl sup-
pository was administered. The study participant
recorded the time the capsule exited the body which
was used to calculate the total transit time. The proced-
ure was complete when the capsule was expelled, or the
system was disconnected if the capsule was not expelled
8 h after ingestion.

Capsule video review
The CC2 videos were read by an experienced capsule
reader at the study site who was blinded to the results of
the colonoscopy, and within 1 week of the CC2 proced-
ure. The colon preparation was scored as excellent,
good, fair, or poor using a validated grading system in
five colon segments (caecum, ascending, transverse, des-
cending/sigmoid, and rectum).16 An overall cleansing
score was also assessed. The colon preparation was
graded as ‘adequate’ with a score of either excellent or
good. The size of the identified polyps was measured
using a software tool developed for this purpose. The
location was estimated during video reading using land-
marks in the video that were based on anatomical struc-
tures (caecum, hepatic flexure, splenic flexure, and
rectum) and software which displayed the approximate
position of the capsule in the abdomen–pelvis region.

Colonoscopy procedure
Conventional colonoscopy was performed on the same
day as the capsule study, even if the capsule examination
was not yet complete, and with the performing gastro-
enterologist blinded to the results of the capsule study. A
minimal withdrawal time of 6 min was used. The caecal
landmarks were noted and photographed in each case,
and the withdrawal time was recorded. The colon prepar-
ation was scored as excellent, good, fair or poor using a
standard grading system in five colon segments (caecum,
ascending, transverse, descending/sigmoid, and rectum)
with colonoscopy washings factoring into the grading. An
overall cleansing score was also assessed. The colon prep
was graded as ‘adequate’ with a score of either excellent
or good. All colonoscopies were video recorded for
future reference. Each detected polyp was documented
by location using endoscopic landmarks, by size with
comparison to an open forceps of 9 mm diameter, and by
endoscopic features.17 All polyps were sent for patho-
logical assessment locally at the study centres. For polyps
identified on CC2 study, but not on colonoscopy, a
second colonoscopy was left to the discretion of the site
investigator and the patient’s referring provider.18 19

Polyp matching in the CC2 examination and colonoscopy
Polyps were examined in each patient and were consid-
ered as matching if the calculated size ranges for the
CC2 and colonoscopy studies overlapped, and if the
location estimates were in the same or adjacent colon
segment. The size range for each identified polyp for
both studies was calculated as the observed size±50%.

Thus, if a polyp measured 12 mm by colonoscopy, its
±50% range would be 6–18 mm. If a polyp in the same
or an adjacent segment by CC2 capsule was 8 mm, its
±50% range would be 4–12 mm.20 If the locations were
in agreement and the two size ranges overlap, the polyps
would be a potential match. The larger of the two
observed sizes was used to assign polyps to the groups
≤5, ≥6 and/or ≥10 mm. If CC2 did not visualise a
segment, polyps identified by colonoscopy in that
segment could give a false negative result for capsule.

Pathology assessment
Conventional adenomas included lesions classified by
histology as tubular, tubulovillous or villous adenomas.
Lesions classified as sessile serrated polyps (adenomas)
or hyperplastic polyps were grouped as serrated class
lesions.

Patient safety and follow-up
All participants were interviewed at each study visit and
by telephone 7–14 days after the procedures to assess for
well-being and for adverse events. An adverse event was
any undesirable experience (sign, symptom, illness,
abnormal laboratory value or other medical event) that
appeared or worsened during the study. Serious adverse
events were those resulting in death, life-threatening
experience, hospitalisation, congenital anomaly or birth
defect, or medical or surgical intervention to prevent
permanent impairment.

Statistical considerations
The purpose of the study was to permit the initial
exploration of the performance of CC2 in a population
enriched for polyps and to assess the performance of
magnesium citrate as a boost to ensure study comple-
tion. The sample size was set at 50 patients to allow for
adequate participation at each of the study centres. The
primary outcome of the study was the per-patient accur-
acy of the detection of colorectal polyps ≥6 and
≥10 mm as compared with conventional colonoscopy.
The secondary end points included the assessment of
the diagnostic yield for detecting colonic lesions, colon
cleansing level in different colon segments, capsule
excretion times and completion rate, physician reading
time, and the assessment of adverse events.

RESULTS
These are the final results of clinicaltrials.gov number
NCT01087528. A total of 51 patients were enrolled
(figure 1), with a mean age of 60.2 years (range 32–70),
of whom 55% (n=28) were female. The mean weight
was 84 kg (58–146 kg) and the mean height was 173 cm
(150–193 cm). One participant was excluded from the
analysis, who withdrew before capsule ingestion. The
indications for colonoscopy included average-risk screen-
ing (n=28), polyp surveillance (n=11), change in bowel
habits (n=16), rectal bleeding (n=7), abdominal pain
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(n=6) and positive faecal occult blood test (n=1); some
patients had more than one indication.
For ≥6 mm polyps, 30% of the study population was

positive (15/50), while 14% were positive for ≥10 mm
polyps (7/50). For polyps 6 mm or larger identified on
conventional colonoscopy, the overall CC2 per-patient
sensitivity in an intention to diagnose analysis was 93.3%
(95% CI 66.0% to 99.7%) and the specificity was 80%
(95% CI 62.5% to 90.9%). For lesions 10 mm or larger,
the overall CC2 per-patient sensitivity was 100% (95% CI
56.1% to 100.00%) with a specificity of 93.0% (95% CI
79.9% to 98.2%). Table 1 shows the intention to diag-
nose the performance of the CC2 examination for the
detection of polyps ≥6 mm and polyps ≥10. The single
≥6 mm false negative was the result of an incomplete
capsule examination. The patient had four ≥6 mm
rectal polyps identified by conventional colonoscopy, but
the capsule was prematurely removed from the sigmoid
colon after 9 h and 4 min, prior to entering the rectum.
There were no cancers detected by either method in

this study. Diverticulosis was detected in 82% and 61%
of the patients by CC2 and colonoscopy, respectively. In
two participants, vascular ectasias were observed only in
the capsule study. There were too few polyps to perform
a meaningful assessment of polyps by histologic subtype.
As noted, repeat colonoscopy was left to the discretion
of the site investigator in patients with polyps detected
by CC2, but not by colonoscopy. One patient had mul-
tiple polyps detected by CC2, including 23 and 12 mm
lesions in the ascending colon (figure 2 A, B), but only
a 9 mm polyp in the descending colon was noted in the
original colonoscopy; this was the only patient who
underwent a second conventional colonoscopy to

confirm CC2 findings. The second colonoscopy con-
firmed the CC2 findings, demonstrating a 20 and a
10 mm polyp in the ascending and transverse colon,
respectively (figure 2 C, D). This patient was considered
as a true positive for CC2 in polyp detection. There were
seven additional cases where CC2 identified a ≥6 mm
polyp and a second colonoscopy was not performed.
Although it is impossible to determine the effect of
absent follow-up on specificity, if the results from the
recent US trial are representative of this study, approxi-
mately 42% of initial false positives would have been
converted to true positives after a second colonoscopy.12

In our study, 2–3 additional patients with ≥6 mm polyps
on CC2 would have been converted to true positives,
with a resulting specificity of 84.8–87.5%. It was also
shown by Rex et al12 that the second colonoscopy does
not identify all lesions that appear as very convincing
polyps by CC2, so the true specificity may be even
higher.
The overall cleansing level was graded ‘adequate’ in

61% (95% CI 46% to 75%) of patients (table 2). The
segmental scores were graded as adequate in 43% in the
rectum, 83% in the sigmoid/descending colon, 59% in
the transverse colon, 61% in the ascending colon, and
63% in the caecum. At colonoscopy, an ‘adequate’
overall cleansing was achieved in 86% (95% CI 73% to
94%), and segmental scores were adequate in 92% in
the rectum, 86% in the sigmoid/descending colon, 82%
in the transverse colon, 88% in the ascending colon and
88% in the caecum.
Approximately, two-thirds (64%, n=32) of the capsule

procedures were complete within 8 h, before the colon-
oscopy was performed. For incomplete studies, the last
capsule images were recorded in the small bowel (n=1),
caecum (n=1), ascending colon (n=5), transverse colon
(n=1), descending colon (n=2), sigmoid colon (n=7)
and rectum (n=1). CC2 excretion was <4 h in 16% of
patients, 4–6 h in 26%, 6–8 h in 16% and ≥8 h in 42%.
Across all patients, there were a total of 10 polyps that
were ≥10 mm, 16 in the 6–9 mm size range and 116 that
were ≤5 mm detected by colonoscopy. For capsule, 11
polyps were observed to be ≥10 mm, 22 were identified
in the 6–9 mm range and 66 were ≤5 mm (table 3).
The capsule reading times were 20–29 min in 3

patients, 30–39 min in 9 patients, 40–49 min in 10
patients, 50–59 min in 9 patients and ≥60 min in 19
patients. The overall reading time was <60 min in 62%
of patients.

Figure 1 Colon capsule evaluation: patient flow.

Table 1 Intention to diagnose per-patient performance of second-generation capsule colonoscopy in the detection of polyps

Polyp size (mm)

Polyp prevalence n (%) CC2 per segment matching analysis

(N=50 patients)

Sensitivity

% (95% CI)

Specificity

% (95% CI)

≥6 15 (30%) 93.3 (66.0 to 99.7) 80.0 (62.5 to 90.9)

≥10 7 (14%) 100.0 (56.1 to 100.0) 93.0 (79.9 to 98.2)

CC2, second-generation capsule colonoscopy.
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There were no serious adverse events in the study. Two
patients reported minor adverse events, including one
with mild abdominal bruising, and one with moderate
abdominal pain, both of which were considered unlikely
to be related to the study by the investigators.

DISCUSSION
We report the initial US experience with the second-
generation colon capsule for the evaluation of colorectal

polyp detection and the only US study to assess the per-
formance in a mixed screening and symptomatic popu-
lation. The specific goal of this study was to explore the
performance of CC2 in a population enriched for
polyps, and to evaluate the efficacy of magnesium citrate
as a ‘boost’ agent to facilitate the study completion. The
sensitivity of the CC2 examination for polyp detection
was similar, although numerically higher, to that
reported in the subsequent large multinational trial,
despite a lower percentage of complete transit studies,
and inferior bowel prep on average.12 With the use of
magnesium citrate as the boost, the overall quality of the
preparation was inferior to that in the subsequent large
multinational trial,12 which used oral sulfate solution as
the boost, accounting for the improved completion rate
and superior colon prep.
In comparison, the specificity in the current study was

approximately equivalent to other studies, with the
exception of a lower specificity for polyps ≥6 mm than
the study by Rex et al.12 21 22 This may reflect difficulties
in matching polyps, or the fact that colonoscopists in the
large multicentre trial were non-blinded after perform-
ance of the initial colonoscopy with the opportunity to
verify that polyps detected by capsule were true positives
rather than false positives.12 In addition, in our study,
the use of the magnesium citrate as a boosting and prep
agent may have influenced the specificity. Finally, the
presence of symptomatic patients in this study may have
prompted readers to more aggressively report polyps.
Capsule colonoscopy is an approach to minimally inva-

sive colon cancer screening, which is a technology in
evolution.1 2 4 13 23–25 CC2 is an improvement over the
first-generation device, driven by a wider imaging field
of view, a variable image acquisition rate, an improved
software interface, and further modifications of the
bowel prep and capsule boost regimen. The perform-
ance challenges to achieve higher rates of study comple-
tion and adequate visualisation remain. Technologic
innovations will continue to improve certain aspects of

Figure 2 (A–D) Colon capsule images of polyps that were

missed on initial colonoscopy. Capsule images of a 23 mm

flat polyp (A) and a 12 mm sessile polyp (B), both of which

were located in the ascending colon in a single patient.

Neither polyp was identified on the initial colonoscopy, which

prompted a second colonoscopy, where the matching lesions

were identified (C and D, respectively).

Table 2 Percentage of studies with adequate bowel

cleansing level by colon segment

Colon segment

Capsule study

% Adequate

(95% CI)

Colonoscopy

% Adequate

(95% CI)

Overall

assessment

61% (46% to 75%) 86% (73% to 94%)

Rectum 43% (31% to 67%) 92% (81% to 98%)

Descending

colon

83% (67% to 93%) 86% (73% to 94%)

Transverse

colon

59% (42% to 74%) 82% (69% to 91%)

Ascending

colon

61% (46% to 75%) 88% (75% to 95%)

Caecum 63% (47% to 76%) 88% (75% to 95%)

The bowel cleansing level was assessed by the gastroenterologist
performing the capsule study or colonoscopy; a preparation
grading of excellent or good was considered ‘adequate’. At
colonoscopy, the grading was performed after washings, if used.

Table 3 Size and distribution of all polyps detected

across the 48 participants by second-generation capsule

colonoscopy and colonoscopy

CC2 Colonoscopy

Polyps by size (mm)

≤5 66 (66.7%) 116 (81.6%)

6–9 22 (22.2%) 16 (11.3%)

≥10 11 (11.1%) 10 (7.0%)

Polyps by location

Caecum 14 (14.1%) 8 (5.6%)

Ascending 18 (18.2%) 26 (18.3%)

Transverse 5 (5.1%) 27 (19.0%)

Descending 26 (26.3%) 23 (16.2%)

Sigmoid 9 (9.1%) 14 (9.9%)

Rectum 27 (27.3%) 44 (31.0%)

Total 99 142

CC2, second-generation capsule colonoscopy.
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these challenges. Capsule colonoscopy will be evaluated
against optical colonoscopy and other non-invasive
approaches, such as CT colonography and stool-based
tests (eg, faecal immunochemical test (FIT) and DNA
assays).8 20 26 27 Currently, the niche for capsule colonos-
copy in the US includes patients who are at elevated risk
of complications from or decline standard screening, or
who have had an incomplete colonoscopy—which may
expand the pool of those screened for colorectal cancer.
Study strengths include the first US investigation of

the performance of the second-generation capsule, in a
prospective study design, and same day colonoscopy.
Our study was a multicentre study with academic and
private medical facilities, with experienced gastroenterolo-
gists. Incomplete capsule examinations were considered
as complete for the purpose of matching with conven-
tional colonoscopy, thereby providing a disadvantage for
CC2 sensitivity. This is the only US study to use magne-
sium citrate as a ‘boost’ and to assess capsule perform-
ance in a mixed screening and symptomatic population.
The primary limitation was the limited sample size

inherent in a preliminary investigation. Consequently, it
is difficult to ascertain whether the numerically higher
sensitivity in this study as compared with the only other
US CC2 trial, which included strictly screening patients,
is related to the presence of symptomatic patients, or
other causes.12 As a result, the sensitivity documented in
this study may not be generalisable to the typical screen-
ing population. The use of magnesium citrate as the
boosting agent was a limitation, as the cleansing level was
graded adequate in only two-thirds of patients, although
this finding was important for the design of subsequent
studies; the low level of adequate cleansing in the rectum
also makes the results in this segment less reliable. CC2
completion rates may not be reflective of clinical practice;
the conventional colonoscopy was performed after
approximately 8 h, which prematurely terminated the
examination in some cases. Finally, CC2 ‘false positives’
were generally not confirmed by a second colonoscopy,
which likely adversely affected the specificity.
In conclusion, in the initial US experience in a

limited population of patients with features designed to
enrich their prevalence of colon polyps, CC2 had
adequate sensitivity for detecting patients with polyps
≥6 mm in size. Several trials have now shown good sensi-
tivity for the detection of polyps in this size range by the
second-generation capsule.12 21 22 28 Herein, magnesium
citrate was relatively ineffective as a boost agent for
capsule colonoscopy.
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